Review

Ultrasound Skin Imaging

F. Alfageme Roldán

Servicio de Dermatología, Hospital Universitario Puerta de Hierro Majadahonda, Universidad Autónoma de Madrid, Madrid, Spain

Received 3 September 2013; accepted 24 November 2013
Available online 4 November 2014

Abstract The interaction of high-frequency ultrasound waves with the skin provides the basis for noninvasive, fast, and accessible diagnostic imaging. This tool is increasingly used in skin cancer and inflammatory conditions as well as in cosmetic dermatology. This article reviews the basic principles of skin ultrasound and its applications in the different areas of dermatology.

© 2013 Elsevier España, S.L.U. and AEDV. All rights reserved.

Introduction

Ultrasound skin imaging is a noninvasive diagnostic technique in which the physical properties of ultrasound are used to examine the skin and skin appendages.¹

Both high-frequency (> 7 MHz) and very-high-frequency ultrasound (> 20 MHz) can provide a detailed diagnostic analysis of the skin, as they offer sufficient resolution and depth to clearly identify skin structures.²

Application of the Doppler effect in ultrasound enables the visualization of physiological and pathological processes involving increased local blood flow, such as inflammation and neoangiogenesis.³

Ultrasound is a relatively new imaging modality in dermatology, and while more studies are needed to support its

KEYWORDS
Echography; Ultrasonography; Ultrasound skin imaging

PALABRAS CLAVE
Ecografía; Ultrasonido; Ecografía cutánea

E-mail address: dermalfigeme@gmail.com
integrated into routine clinical practice, there is evidence of its usefulness in different fields of dermatology.\textsuperscript{4}

**Normal Skin and Skin Appendages**

In B-mode (bright mode) ultrasound imaging, the skin is seen as a series of lines and bands in varying shades of gray, black, and white that correspond to the different layers of the skin\textsuperscript{5} (Fig. 1).

The epidermis appears as a hyperechoic line, or in certain locations, such as acral sites, as a bilaminar hyperechoic line.\textsuperscript{6}

The dermis also appears as a hyperechoic line but it is not quite as echogenic as the epidermis. A more superficial hypoechoic area, corresponding to the papillary dermis, may also be seen.

Subcutaneous tissue appears under the dermal band as a network of hyperechoic lines that correspond to the septa. Inside are hypoechoic areas that represent the fatty lobules.\textsuperscript{1}

The nail is identified by the presence of a bilaminar hyperechoic structure (the nail plate) above a hypoechoic structure (the nail bed). The nail is closely related to the distal phalanx, which is seen as a continuous hyperechoic line on ultrasound\textsuperscript{7} (Fig. 2).

The hair shaft appears as a bilaminar hyperechoic structure, similar to the nail plate, that penetrates the epidermis and dermis at an oblique angle. It is then seen as oblique hypoechoic lines in the dermis and as poorly defined oval hypoechoic areas at the dermal-subcutaneous junction\textsuperscript{8} (Fig. 3).

**Skin Cancer**

**Benign Skin Tumors**

Subcutaneous tumors can occasionally pose a diagnostic challenge. Because ultrasound enables visualization of deep skin structures, it should theoretically offer better diagnostic information than clinical examination only (inspection and palpation).

In a study of 183 benign subcutaneous lesions evaluated preoperatively, Kuwano et al.\textsuperscript{9} reported that while palpation aided diagnosis in 64\% of lipomas and in 93.5\% of epidermal cysts, ultrasound was associated with a diagnostic sensitivity of 88.1\% for lipomas ($P<.01$) (Fig. 4) and 99.3\% for epidermal cysts ($P<.05$).

In a study of 4388 cutaneous lesions by Wortsman et al.,\textsuperscript{10} the clinical diagnosis was correct in 73\% of cases, but when ultrasound was added, diagnostic accuracy increased to 97\% ($P>.001$).

The above findings suggest that ultrasound can improve the preoperative diagnosis of benign subcutaneous lesions.\textsuperscript{11,12}

**Nonmelanoma Skin Cancer**

Level of local invasion and infiltration of surrounding structures is important for determining the course of treatment in nonmelanoma skin cancer, basal cell carcinoma (BCC), and squamous cell carcinoma (SCC), and for preventing damage to healthy adjacent structures.

The correlation between tumor thickness determined by ultrasound and histologic depth of invasion has been ana-
findings were confirmed histologically. In a recent article, Wortsman\textsuperscript{10} described ultrasound as a first-line imaging modality for the management of facial cutaneous BCC.

Two studies have assessed the value of ultrasound evaluation in Mohs micrographic surgery (MMS). In the first, Marmur et al.\textsuperscript{11} used 20-MHz ultrasound imaging to assess pre-MMS measurements in 20 patients with BCC and SCC. They found no significant differences between preoperative measurements taken by the ultrasound technician and measurements taken by the surgeon during the first MMS stage, although they did detect satellite BCC lesions by ultrasound that had been overlooked in the clinical examination. In the second study, involving 100 patients with BCC and SCC in different locations, Jambusaria-Pahjlahani et al.\textsuperscript{21} compared surgical margins delineated by a surgeon prior to MMS, ultrasound margins measured by a trained ultrasound technician, and histologic margins using frozen sections. Based on the histological findings, high-resolution ultrasound predicted disease extent with a sensitivity of 32\% and a specificity of 88\%. The authors stated that additional refinements were needed before conclusions could be drawn regarding the value of high-resolution ultrasound in assessing disease extent, and also remarked on the need for greater uniformity in study designs and ultrasound criteria.

Tumor depth determined by ultrasound can also be useful for selecting patients for nonsurgical treatment. In a recent study, Smucler et al.\textsuperscript{23} assigned patients with BCC to nonsurgical treatment with laser, photodynamic therapy (PDT), or laser plus PDT, according to tumor depth as assessed by ultrasound. They achieved a 100\% tumor clearance rate in patients with a tumor depth of over 3 mm treated with pre-PDT ablative carbon dioxide laser therapy.

Fewer ultrasound studies have focused solely on SCC, as the keratin produced in this cancer causes an image artifact known as posterior acoustic shadowing, and furthermore, the edges of SCC lesions are more irregular than those in BCC\textsuperscript{2} (Fig. 6). SCC, and particularly its high-risk variants, can metastasize and recur\textsuperscript{24,26}.

Ultrasound evaluation of lymph nodes can detect regional metastasis in SCC\textsuperscript{27}. Head and neck SCCs, however, have been found to be located in the vicinity of more aggres-
Melanoma

Breslow depth and the presence of local or distance metastases are prognostic indicators in melanoma and help to guide treatment.\(^{25}\) (Fig. 7)

Two key factors influence the correlation between Breslow depth measured by ultrasound and by histology: the mean Breslow depth of the melanomas being studied and the ultrasound equipment used.\(^{31}\) Although numerous studies have been performed, a lack of uniformity in terms of equipment and criteria used to measure Breslow depth makes it difficult to draw clear conclusions.\(^{31-34}\)

Researchers at Hospital Costa del Sol in Marbella, Spain recently published a study in which they analyzed 79 cutaneous melanomas using a 15-MHz ultrasound probe.\(^{35}\) They obtained a mean Breslow depth of 0.8 mm, and compared this with mean depth assessed histometrically. They reported moderate correlation for thin melanomas (< 1 mm) and lower correlation for thicker melanomas. Ultrasound was able to detect stage I B melanomas with a sensitivity of 82%, a specificity of 80%, a positive predictive power (PPV) of 54%, and a negative predictive power (NPV) of 94%.

In a review of 14 studies analyzing the correlation between melanoma thickness measured by ultrasound and by histology, Machet et al.\(^{36}\) reported correlation rates of around 0.9. Based on the findings of 7 studies with full patient data (869 patients in total), the authors reported that ultrasound-determined margins accurately predicted surgical margins in 72% of cases.

Music et al.,\(^{37}\) in turn, studied 70 melanomas to see whether ultrasound imaging with a probe of 12 to 15 MHz would be capable of distinguishing melanomas thicker than 1 mm. They reported sensitivity, specificity, PPV, and NPV values of 92%, 92%, 95%, and 81%, respectively, and concluded that ultrasound was a reliable means of distinguishing between melanomas with a thickness of over 1 mm and thinner melanomas.

Ultrasound characteristics of enlarged lymph nodes—length to width ratio < 2, hyperechoic center, and absence of hilar vessels—can be used to distinguish between inflammatory nodes and nodes affected by melanoma with a sensitivity of 100% and a specificity of 96%.\(^{38}\)

Sentinel lymph node biopsy (SLNB) is a technique used to determine melanoma involvement in the sentinel lymph node, which is the preferential site of metastasis in this disease. The technique involves the injection of radioactive isotopes, followed by surgery to remove the affected node. Preoperative ultrasound has not proven to be superior to SLNB for the identification of melanoma metastasis.\(^{39}\)

On comparing ultrasound and SLNB in 623 patients with melanoma, Marone et al.\(^{40}\) showed that ultrasound characteristics were predictive of nodal involvement with a sensitivity of 15%, a specificity of 100%, a PPV of 100%, and an NPV of 87%.

However, in a study of 707 patients with melanoma who underwent preoperative ultrasound assessment, patients with negative lymph nodes on ultrasound had a lower tumor burden and longer overall survival than those with lymph node metastases.\(^{41}\)

In a study of 123 patients with melanoma that compared positron emission tomography and ultrasound in the detection of sentinel lymph nodes, ultrasound identified 2 out of 19 positive nodes, while PET detected none.\(^{42}\)

Doppler ultrasound of melanomas also has a role to play in the assessment of cutaneous melanomas. Lassau et al.\(^{43}\) showed that detection of neovascularization on ultrasound was predictive of the metastatic potential of melanoma. In a recent study by Srivastava et al.,\(^{44}\) of melanomas analyzed by Doppler ultrasound flowmetry (10 MHz), neovascularization and higher peak systolic frequency were found to be predictive of survival at 15 years.

The introduction of new ultrasound contrast agents\(^{45}\) and ultrasound elastography\(^{46}\) will probably lead to improved characterization and detection of metastatic lymph nodes. Elastography, and in particular quantification of flow using contrast-enhanced ultrasound, can help to predict response to chemotherapy in patients with advanced melanoma.\(^{47}\)

Other Skin Tumors

Most of the studies on the use of ultrasound in other skin tumors, such as dermatofibrosarcoma protuberans,\(^{48,49}\) Merkel cell carcinoma,\(^{50,51}\) and cutaneous lymphoma\(^{52,53}\) are mainly descriptive case series.

Inflammatory Skin Disorders

Ultrasound findings in inflammatory skin disorders include\(^{4}\):

- Hypoechoic areas in the subepidermal portion of the dermis
- Increased local blood flow shown by Doppler ultrasound
- Hypoechoic septae when the subcutaneous tissue is affected
- Hyperechoic fatty lobules
The above characteristics help to determine the level and extent of inflammation in inflammatory disorders of the skin, hair, and nails.

**Infectious Diseases**

Ultrasound can be used to assess the extent of plantar warts and to monitor treatment response in human papillomavirus infections. Ultrasound assessment of abscesses has also become widespread in emergency departments in the United States. According to a report published by a pediatric emergency department in Michigan, ultrasound evaluation led to a change in treatment strategy (drainage vs no drainage) in 15% of cases that had been evaluated by physical examination only. An additional advantage of ultrasound in the diagnosis of abscesses is that it can be performed with minimal training.

**Psoriasis**

Ultrasound characteristics of psoriasis include epidermal and dermal thickening and a subepidermal hypoechoic area with increased blood flow (Fig. 8).

These ultrasound findings, and in particular, dermal thickness, have been found to be correlated with disease severity measured using the Psoriasis Area Severity Index and other scales assessing the severity or extent of disease.

The effects of topical and systemic treatments for psoriasis can be determined by analyzing changes to the above-described ultrasound characteristics.

In a multicenter study by the Spanish Rheumatology Society, high-frequency ultrasound evaluation showed a reduction in plaque thickness and Doppler signal intensity in the dermis of patients treated with infliximab.

Nails appear thicker on ultrasound in patients with nail psoriasis than in either healthy patients or patients with atopic dermatitis. Nail disease in psoriasis has been correlated with the presence of enthesopathy, even in the absence of clinical signs.

In an ultrasound study investigating systemic inflammation in psoriasis, researchers at the Universidad de Granada in Spain demonstrated that, compared with controls, patients with psoriasis, and in particular those with nail disease, had lower blood flow in the nails, which was attributed to increased nailflow vessel resistance. The authors suggested that psoriasis could be an independent risk factor for cardiovascular disease.

Within the concept of psoriasis as an inflammatory systemic disease, ultrasound has been used to evaluate the potential of carotid intima-media thickness as a marker of cardiovascular risk. In one recent pilot study, intima-media thickness was found to be higher in patients treated with anti-tumor necrosis factor. The implications of ultrasound evaluations of systemic inflammation in psoriasis have yet to be clarified.

**Hidradenitis**

Hidradenitis is a predominantly subcutaneous inflammation (Fig. 9) that can be studied in detail by ultrasound. On comparing epidermal and dermal thickness in patients with hidradenitis and healthy controls, Wortsman and her group found that areas of the body affected by hidradenitis exhibited increased dermal-epidermal thickness and lower echogenicity. Finally, ultrasound can also be used to detect subclinical lesions and occult fistulas in this setting.

**Collagenosis**

Scleroderma is the most widely studied disease by ultrasound, as treatment varies according to the stage of disease (inflammatory or sclerotic). In a study of 104 morphea plaques in 59 patients, Wortsman et al. showed that ultrasound had a sensitivity of 100% and a specificity of 98.4% for differentiating between the inflammatory and the sclerotic phases. In the same study, ultrasound detected subclinical inflammation in 5 patients with Parry-Romberg syndrome. Attempts have been made to standardize these results to create semi-quantitative scales to assess the effectiveness of treatments such as phototherapy.
Table 1  Ultrasound Patterns of the Most Common Dermal Fillers.

<table>
<thead>
<tr>
<th></th>
<th>Location</th>
<th>Pattern</th>
<th>Echogenicity</th>
<th>Differential Characteristics</th>
</tr>
</thead>
<tbody>
<tr>
<td>Hyaluronic acid (R)</td>
<td>Dermal</td>
<td>Vacular</td>
<td>Hypoechoic</td>
<td>Disappears with time</td>
</tr>
<tr>
<td>Polyacrylamide (NR)</td>
<td>Dermal-subcutaneous</td>
<td>Vacular</td>
<td>Hypoechoic</td>
<td>Remains</td>
</tr>
<tr>
<td>Silicone oil (NR)</td>
<td>Dermal-subcutaneous</td>
<td>Vacular</td>
<td>Variable</td>
<td>Posterior reverberation</td>
</tr>
<tr>
<td>Methylmethacrylate (NR)</td>
<td>Dermal-subcutaneous</td>
<td>Snowstorm</td>
<td>Hyperechoic</td>
<td>Similar to silicone</td>
</tr>
<tr>
<td>Calcium hydroxyapatite (R)</td>
<td>Dermal-subcutaneous</td>
<td>Hyperechoic</td>
<td>Hyperechoic</td>
<td>Occasional posterior acoustic shadowing</td>
</tr>
<tr>
<td>Polylactic acid (R)</td>
<td>Dermal-subcutaneous</td>
<td>Hypoechoic, increased tissue</td>
<td>Variable</td>
<td>May be undetectable</td>
</tr>
</tbody>
</table>

Abbreviations: NR, nonresorbable; R, resorbable.

Other Inflammatory Disorders

In a recent study comparing features of atopic dermatitis seen by ultrasound and histology, Polanska et al. observed a correlation between the thickness of the hypoechogenic subepidermal band and epidermal hyperplasia, parakeratosis, spongiosis, and intensity of inflammatory infiltrates. This band might therefore have potential as a cutaneous inflammation marker. Ultrasound could also be used detect subclinical cutaneous inflammation in normal-appearing skin in patients with atopic dermatitis.

Ultrasound in Cosmetic Dermatology

In recent years, ultrasound has become an important tool for the noninvasive study of cosmetic fillers (Fig. 10) and their potential complications and medico-legal implications. Dermal fillers have distinguishing ultrasound features (Table 1) that can help to identify the nature of the filler, as well as any changes or complications (e.g., migration, clot formation) that can occur postinfiltration. Ultrasound can also be used to assess skin aging through the measurement of the hypoechogenic subcutaneous band in sun-exposed areas, as this reflects the degree of dermal elastosis.

Several studies have used subcutaneous band thickness measurement as a quick, noninvasive, and reproducible means of assessing different skin rejuvenation techniques, such as mesotherapy, growth factors, and ablative and fractional laser resurfacing.

The Future of Ultrasound Imaging of the Skin

The future of ultrasound skin imaging is closely linked to the present. On the one hand, dermatologists need to spread word of their experiences with the technique and to continue to learn and experiment, and on the other hand, just as in other areas such as rheumatology, dermatologists performing ultrasound need to standardize terminology and criteria for evaluating skin cancers and inflammatory skin disorders.

The value of recent advances such as elastography and contrast-enhanced ultrasound in dermatology has yet to be determined. The increasing availability of affordable ultrasound equipment specifically designed for dermatologists will also help to foster the use of ultrasound imaging in our field.

Conflicts of Interest

The authors declare that they have no conflicts of interest.

Acknowledgments

We thank Dr. Cerezo (President of SEECO), Dr. Villegas of Hospital Sanitas Moraleja, and Dr. Roustán and Dr. Suárez at Hospital Universitario Puerta de Hierro for their support in the early and later stages of cutaneous ultrasound and for their contributions to this article.

References

4. Bouer M, Chammas M, Messina M, Cerri G. Squamous cell carcinoma (SCC) of the skin: Description of ultrasound and power


